Abstract
INTRODUCTION
Laboratories providing commercial services are obliged to possess certificates informing that tests performed are carried out according to the standards. In addition, most customers require undergoing numerous audits and achieving approvals under their supervision. Obtaining accreditation requires the involvement of additional financial resources and time. It is necessary to prepare a large number of procedures and laboratory equipment. In addition, it is important to undergo internal round robin tests and train the personnel (operators). Is it appropriate to involve additional resources in order to implement the quality systems? Yes, it is. Because we will not be able to earn much without customer approval, additional audits and improving our own qualifications as a laboratory.
The Materials and Structures Research Center (MSRC) keeps up with improvements in quality systems. Besides holding the accreditation of the Polish Centre of Accreditation (PCA) to perform mechanical tests, the MSRC must continuously meet the requirements for mechanical tests specified by its customers including General Electric (S-400) and Pratt & Whitney. The most important issues during the accreditation process are internal round robin tests and training operators to carry out tests according to the standards. This paper focuses on exactly these two aspects as they are of crucial importance from the point of view of obtaining and maintaining accreditation.
METHODOLOGY
The most essential information for our customers is whether the results achieved in the laboratory fall within the limits acceptable by them, and whether the repeatability of results is in the range satisfactory for them. The goal of the internal round robin test is to guarantee reproducibility of tests and measurements carried out by different operators. An additional purpose of comparing results obtained in static tensile tests by different operators is to assess the skills of individual operators in order to verify which of them needs further training.
The material used for the tests was nickel alloy -INCONEL 718. Nickel alloys gained widespread use in gas turbines, jet engines, nuclear reactors, pumps and mechanical devices tooling because these alloys are characterized by corrosion resistance and high mechanical strength especially at high temperatures. That is precisely the reason why INCONEL 718 was chosen for the purposes of internal round robin tests.
Four operators carried out static tensile tests. Each of them had three specimens (Figure 1 ) machined in the same workshop with a raw bar with the same cast. All operators used the same machine in the tests. Test conditions were the same for all the participants (Table 1) . When internal round robin tests are performed it is important to remember to carry out tests on the specimens made of the same raw bar with the same cast. Additionally, the same machines should be used to avoid differences in results.
Table 1. Test Conditions for static tensile test (according ASTM E8)
It is usually two out of four operators who carry out static tensile tests (operators III and IV). The other two are trained to carry out tensile tests. In order to verify the correctness of training and meet the customer's demands we have to perform internal round robin tests. Each operator has to estimate the following parameters: Young's Modulus (E), elastic limit (R 0,02 ), yield strength (R 0,2 ), ultimate tensile strength (UTS), elongation (A4), and reduction of area (RoA).
RESULTS AND DISCUSSION
After each test the results are analyzed. The analysis process consists of two steps:
For each characteristic (for every operator) of the tests performed the mean value and standard deviation.
Step 1: The data analysis of the individual participant
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Using the mean values obtained for every operator, the initialization of the analysis is made:
Step 2: Analysis of the means The data obtained from the robust analysis is evaluated and classified against the following criteria:
 Class 1: robust mean ± 1 robust Standard Deviation  Class 2: robust mean ± 2 robust Standard Deviation  Class 3: robust mean>2 robust Standard Deviation
The standard deviation is calculated in accordance with the ISO 5725-2 standard. The data obtained is evaluated and classified against the following criteria:
Step 3: Analysis of all standard deviations  Class 1: 0 to 1 variance repeatability  Class 2: 1 to 2 variance repeatability  Class 3: > 2 variance repeatability The value for the student's t distribution was chosen based on the level of significance of 0,3 (acceptable probability of error) and the number of degrees of freedom equals 6 [2, 3] .
The calculations gave the mean results of each mechanical parameter within the standard deviation for each operator ( Table 2 ). The results obtained by the operators I and II (new operators) went beyond class 3 (for yield strength and ultimate tensile strength). Unfortunately, the results should be in the range between class 1 and 2, so class 3 is not acceptable. For operators who usually do this study (operators III and IV), all the results are in class 1 or 2 (so these are acceptable results).
Table2. The results from static tensile tests for all operators
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The range of class for the mean value and repeatability for each mechanical parameters were estimated (Table 3) .
Table 3. The mean results and repeatability for each mechanical parameter for tensile tests
The results included in Tables 2 and 3 are presented using the graphs where ranges of class for the mean value and repeatability are marked. In Figure 2 you can see that Young Modulus for two operators (new operators) are between class 1 and 2. The operator has the least impact on the results of Ultimate Tensile Strength (UTS) so the mean value and repeatability should be similar for all operators. Unfortunately, the study shows that for the UTS parameter there are significant differences between participants ( Figure 5 ). More importantly, only one operator achieved class 1 for the mean value and repeatability. This could have been caused by the wrong installation of the specimens or some other mistakes in performing the tests.
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Figure 5. The results for Ultimate Tensile Strength
The results of elongation (A5 - Figure 6 ) and reduction of area (RoA - Figure 7 ) are very good for three operators. The mean value for elongation reduction of area are in class 1. Only for one operator the mean value and repeatability for elongation and reduction of area are in class 3. It is likely to have been caused by the operator's lack of experience with a digital projector, especially with measuring specimens before and after tensile tests. in the gripping part to fit the specimens and to make corrections during the mounting);  measurement of the specimens before and after the tests (if it is incorrectly performed wrong results can be received).
Summing up: although the tensile test is a very simple test, its results can be affected by a number of factors. This fact is often overlooked during training new operators.
SUMMARY
The internal round robin test conducted enabled defining the parameters which can affect the results of static tensile tests. Furthermore, it proved the importance of these tests for the test quality improvement. It is recommended that:
 Additional training in correct estimation of Young Modulus be carried out ;  In-depth analysis of preparation and mounting specimens on the machine be carried out to define mistakes which can affect test results (especially the UTS parameter);  Additional training concerning the preparation and measurement of the specimens be carried out.
Defining errors in tensile tests and other types of tests can help to improve the quality of tests. This can also help to achieve approval for mechanical tests.
